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以下測試之樣品係由供應廠商所提供及確認:
產品敘述: 電漿負離子(STR11)
產品型號: E235852
買主/訂頒號碼: SONG CHIANG/EC95CR,STR11
生產/供應商: 富崴高科技有限公司
原產國: 台灣
送樣日期： 2007 年 02 月 05 日
測試日期： 2007 年 02 月 06 日

委託測試項目： 臭氣含量分析。
將樣本放置於1m3 chamber 中，開啟電源後以臭氧偵測器置於樣本前端 5公分處，持
續偵測10 分鐘。

儀器名稱/型號: ATI Portasens Ⅱ Gas Leak Detector
臭氧偵測範圍： 0.01~6 ppm
測試距離: 15 cm

測試方法：

測試時間: 10 min

測試結果：

臭氣含量分析。

臭氧 濃度(ppm)

最低值 0.01<

最高值 0.01<
平均值 0.01<

註：

1.本報告不得分離，分離使用無效。

2.低於方法偵測極限之測定值以”N.D.”表示。

3.本報告僅對該樣品負責，不得任意複製及作為宣傳廣告之用。
4.對本報告內容或外觀之任何未經授權之變更、偽造、竄改皆屬非法，違犯者將會被依法追訴。

***報告結尾***

 
 
 
 
 
 
 
 

 

The content of this PDF file is in accordance with the original issued reports for reference only. This Test Report cannot be reproduced, except in full, 
without prior written permission of the Company 
 
        SGS TAIWAN LIMITED       NO. 136-1, Wu Kung Road, WuKu Industrial Zone, Taipei  county, Taiwan.  

t(886-2) 22993939 f(886-2) 2299-3237   www.sgs.com.tw 



超微量工業安全實驗室

Ultra Trace & Industrial Safety Hygiene

檢驗報告
報告編號： UE/2007/20028 日期: 2007/02/13 頁數: 2 of 2

UE/2007/20028
富崴高科技有限公司
台南縣永康市南工街 311 巷 77 號

樣品照片
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